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Conclusion: The dosimeter's deformable properties are not 
altered significantly by repeated strain or irradiation, its 
volume is conserved under compression and it displays 
predictable behavior when being irradiated under strain. 
These properties makes the dosimeter a very strong 
candidate for direct dose measurement in deformed 
geometries. 
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Purpose or Objective: The Purpose of this work was to 
investigate the long term correlation between leaf 
positioning errors determined using LINAC log-files with an 
independent method. 
 
Material and Methods: A picket fence pattern was irradiated 
on four different LINACs with simultaneous EPID 
measurement and log-file recording. Measurements were 
performed on two VersaHD and two Synergy LINACs (Elekta 
AB, Stockholm, Sweden) over a period of six months on a 
weekly basis. The picket fence pattern consisted of 5 bands 
with a width of 2 cm. The positions of bands' centers were -
11 cm,-2 cm, 0 cm, 2 cm and 11cm. An in-house developed 
software was employed to calculate the deviation of the 
actual leaf positions according to the log-file data from the 
planned position. The simultaneously acquired EPID images 
were analyzed using MLCSoft-EPID (PTW, Freiburg, Germany) 
and provided reference data. The sensitivity of all 
measurement methods was evaluated by means of 
implementing leaf errors in the picket fence pattern. The 
sensitivity of both methods was investigated by artificially 
introducing leaf positioning errors of 0.5 mm, 1 mm and 2 
mm. In order to investigate the correlation between log-file 
and EPID data, Pearson's correlation coefficient was 
calculated considering all leafs as unity of each LINAC over 
the measurement period (henceforth denoted as total 
correlation coefficient ptot). Additionally, Pearson's 
correlation coefficient was calculated for each leaf 
separately (pL). The percentage of the absolute value of pL 
exceeding 0.6 was reported. 
 
Results: The artificially introduced errors were detected by 
both measurement systems. The total correlation coefficients 
for LINAC 1, LINAC 2, LINAC 3 and LINAC 4 were 0.44, 0.06, 
0.61 and -0.19, respectively. In contrast to that, only 0%, 
2.04%, 6% and 0% of the absolute values of correlation 
coefficients calculated for each leaf separately exceeded a 
value of 0.6. These results are summarized in Table 1. In 
Figure 2 depicts an example of a scatter plot of the data 
acquired for LINAC 2. 
 
 
 
 
 
Conclusion: When investigating the correlation of MLC 
positioning errors detected with different methods, it is not 
sufficient to consider correlation coefficients based on sets of 
leafs, since a bias could be introduced. Such correlations 
must be investigated for each single leaf separately. This 
investigation revealed a poor correlation between log-file 
detected leaf positioning errors with EPID detected leaf 
positioning errors. However, deviations from planned leaf 
positions can potentially be detected using log-files, provided 
that a rigorous MLC quality assurance procedure using an 
independent system is performed on a regular basis. 
 
PO-0831  
Does a single MLC characterization guarantee a high 
accuracy of RapidArc delivered dose? 
A. Scaggion
1Insituto Oncologico Veneto IOV-IRCCS, Medical Physics, 
Padova, Italy 
1, N. Pivato1, A. Roggio1, M. Paiusco1 
 
Purpose or Objective: In order to improve the accuracy of 
RapidArc delivered doses, users of Eclipse TPS commonly are 
forced to tailor the values of dosimetric leaf gap (DLG) and 
MLC transmission factor (TF). The aim of this work is to 
propose a methodology to improve the agreement between 
planned and delivered dose identifying a suitable group of 
(DLG,TF) couples. 
 
Material and Methods: The 2D variation of DLG and TF has 
been measured for a Varian Unique Linac equipped with a 
Millennium 120 MLC. Using the 2D maps of DLG and TF an 
optimal couple (DLG,TF) has been computed for 50 treatment 
plans including H&N, chest and pelvis. A clinical couple 
(DLG,TF) has been computed as the mean over each optimal 
couple for the entire group of plans and for subgroups. Pre-
treatment QA has been performed using a cylindrical diodes 
array and analyzed using both gamma index and DVH-
oriented metric. QA results of any calculated plan has been 
correlated with the distance between the clinical couple and 
the optimal one. Finally a sensitivity analysis has been 
performed to assess a relation between the results of pre-
